Accidental severe hypercapnia during anaesthesia. Case reports and a review of some physiological effects.
Hypercapnia developed during anaesthesia in 2 patients owing to a nitrous oxide cylinder being filled with carbon dioxide! The aetiology and effects of gross hypercapnia during anaesthesia are reviewed.